We are investigating three-dimensional ͑3D͒ to two-dimensional ͑2D͒ registration methods for computed tomography ͑CT͒ and dual-energy digital radiography ͑DEDR͒. CT is an established tool for the detection of cardiac calcification. DEDR could be a cost-effective alternative screening tool. In order to utilize CT as the "gold standard" to evaluate the capability of DEDR images for the detection and localization of calcium, we developed an automatic, intensity-based 3D-to-2D registration method for 3D CT volumes and 2D DEDR images. To generate digitally reconstructed radiography ͑DRR͒ from the CT volumes, we developed several projection algorithms using the fast shear-warp method. In particular, we created a Gaussian-weighted projection for this application. We used normalized mutual information ͑NMI͒ as the similarity measurement. Simulated projection images from CT values were fused with the corresponding DEDR images to evaluate the localization of cardiac calcification. The registration method was evaluated by digital phantoms, physical phantoms, and clinical data sets. The results from the digital phantoms show that the success rate is 100% with a translation difference of less than 0.8 mm and a rotation difference of less than 0.2°. For physical phantom images, the registration accuracy is 0.43± 0.24 mm. Color overlay and 3D visualization of clinical images show that the two images registered well. The NMI values between the DRR and DEDR images improved from 0.21± 0.03 before registration to 0.25± 0.03 after registration. Registration errors measured from anatomic markers decreased from 27.6± 13.6 mm before registration to 2.5± 0.5 mm after registration. Our results show that the automatic 3D-to-2D registration is accurate and robust. This technique can provide a useful tool for correlating DEDR with CT images for screening coronary artery calcification.
I. INTRODUCTION
Cardiovascular disease is the leading cause of death in the United States. It affects millions of Americans and is responsible for approximately half a million deaths per year. 1 Among these deaths, approximately one-third result from sudden heart attack without identifiable risk factors.
1 Therefore, early detection and diagnosis may prevent acute exacerbation and improve survival rates.
The relationship between coronary artery calcification and atherosclerotic heart diseases has been well documented. 2 Early detection of cardiac calcification is directly helpful for diagnosing atherosclerotic heart diseases. Computed tomography ͑CT͒ is an established tool for detecting cardiac calcification. 3 However, the increasing incidence of cardiovascular diseases requires a cost-effective, accurate, and noninvasive screening technique for large-scale populations. Recently, digital technology has enabled the use of dual-energy techniques in digital radiography systems. With the recent advanced improvement of digital radiograph and flat-panel technology, dual-energy digital radiography ͑DEDR͒ can acquire a conventional, high-peak kilovoltage image and a lowpeak kilovoltage image with less than a 200 msec temporal separation. Postprocessing of these two images results in the following images ͑Fig. 1͒: The conventional x-ray image ͓Fig. 1͑A͔͒; a subtracted soft-tissue image ͓Fig. 1͑B͔͒ that removes overlying bone from the underlying lung and mediastinum; and a subtracted bone image ͓Fig. 1͑C͔͒ that optionally displays bone and calcified thoracic structure. 7, 8 Thus, dual-energy digital radiography may be a cost-effective, alternative tool for screening cardiac calcification. [4] [5] [6] [7] As shown in our previous study, the detection of calcified cardiothoracic structures is remarkably improved on sub-tracted bone images. 7 In addition, it is useful in the detection of valvular and myocardial calcification. Unfortunately, standard radiographic images lack three-dimensional ͑3D͒ spatial information, which is important for accurate localization of the lesions. Although the images acquired in the lateral direction ͓Fig. 1͑D͔͒ may display the lesion in another angle, whether it can offer an accurate localization is yet to be evaluated. Furthermore, this technique should be evaluated using the "gold standard" CT images before it can be widely used as a screening tool for detecting cardiac calcification and coronary artery diseases.
In this study, we are developing image registration methods that can link dual-energy digital radiography with CT images. By comparing DEDR to the gold standard CT images, we can evaluate the ability of dual-energy digital radiography to detect cardiac calcification. As shown in Fig. 2 , the CT image ͓Fig. 2͑A͔͒ clearly shows the coronary artery calcification. Figures 2͑C͒ and 2͑D͒ show the 3D visualization of the heart and the calcified coronary artery. Using the CT volume data, we perform image projection to generate digitally reconstructed radiography ͑DRR͒. Figures 2͑B͒ and  2͑E͒ show the DRR images in the posterior-anterior ͑PA͒ and anterior-posterior directions, respectively. The calcification is clearly visible on both images ͑arrows͒. Figure 2͑F͒ shows the DEDR image of the same patient, and the arrow indicates possible calcification. If we register the CT volume with the DEDR image, we should be able to verify the suspicious cardiac calcification seen on the DEDR images. However, CT and DEDR images are acquired from two different systems. As the patient is at different positions for the two image acquisitions, the DEDR and DRR images are not registered. Figure 3͑A͒ shows a conventional x-ray image of DEDR, Fig. 3͑C͒ is the DRR image of same patient, and Fig.  3͑B͒ is the difference image of the two images, which clearly shows misalignment.
To register 3D CT volumes and two-dimensional ͑2D͒ DEDR images, we developed a 3D-to-2D registration algorithm for this new application. Although other 3D-to-2D registration methods have been reported, most of these studies focused on the applications in image-guided interventions. point algorithm with a similarity-based registration method for neurointerventions. 10 Weese et al. developed a voxelbased registration method for CT and x-ray images for image-guided surgery. 11 Zollei et al. proposed a mutual, information-based registration algorithm for fluoroscopy and CT images. 12 Russakoff et al. developed an attenuation field method that computes the DRR images in a preprocessing step and speeds up the registration. 13, 14 Hipwell et al. compared different similarity measures for neurovascular interventions. 15 Birkfeller et al. reported a variation of the splat rendering method where only voxels above a certain threshold were used for DRR generation. 16 The registration applications were focused on the skull, spine, pelvis, and other rigid organs. To the best of our knowledge, there is no report on 3D-to-2D registration for dual-energy digital radiography and CT images of the heart. In order to utilize cardiac CT images as the standard to evaluate the ability of DEDR images to detect cardiac diseases, we developed and evaluated an automatic, intensity-based registration scheme for CT volumes and DEDR images. As described in the next sections, the method was evaluated by digital phantoms, physical phantoms, and clinical patient data. Figure 4 shows the diagram of the intensity-based 3D-to-2D registration algorithm. We first apply 3D translations and rotations to the CT volume. Using the CT volume, we perform perspective projection to generate DRR. We then translate, rotate, and scale the DRR images to match with the DEDR images. We define the DRR image as the floating image and the DEDR image as the reference image. We compute the similarity measurement between the reference and floating images. For the DEDR images, we can use the conventional x-ray image and the bone or the soft tissue images for the registration. We generally optimize 11 parameters, i.e., three translations and three angles for the CT volume and two translations, one rotation, and two scaling parameters for the DRR images. We use the downhill simplex method for the optimization. 
II. REGISTRATION METHODS

II.A. Overview of the 3D-to-2D registration method
͑2.4͒
x , y , and z are the rotation angles about the X-, Y-, and Z-axis, respectively. Similarly, 2D translation of the DRR image can be expressed in the matrix below:
where t x and t y are the translations along X and Y directions, respectively. The 2D rotation of the DRR image is described below: 
where is the rotation parameter of the 2D DRR image. The 2D scaling operation can be described in the following matrix: 
͑2.7͒
As shown previously, the 3D-to-2D registration has 11 degrees of freedom. These parameters describe the spatial relationship and geometric transformation between the 3D CT volume and the 2D DEDR image. These parameters may be reduced if the image acquisition parameters are known. For example, the two scales can be reduced to one if the scaling is the same in the X and Y directions. This will reduce the computation and speed up the registration.
II.B. Projection methods
We use a shear-warp factorization method to generate DRR images. 17 In this method, a viewing transformation is applied to simplify the projection processing. The algorithm uses a principal viewing axis to choose a set of CT voxel slices to be resampled and composited. It also determines the order of the slices along the front-to-back direction of the image volume.
In general, a perspective viewing transformation matrix M view includes a permutation P, a shift of the origin T shift , a 3D perspective shear scale M shear , and a 2D warp M warp ; and, 
͑2.8͒
The matrix is simplified because e x =0, e y = 0, and e z =−, where ͑e x , e y , e z ͒ is the coordinate of the tube focus in the object space. The perspective scaling transformation M s can be described as 
where is the distance between the tube focus and the image plane. Thus, the shear transformation matrix M shear can be described as 
͑2.10͒
The warp transformation is the product of the view transformation matrix and the inverse of the shear transformation matrix, 
͑2.11͒
We use the projection parameters that were used for real DEDR image acquisitions. The parameters include the distance between the x-ray tube's focus and the detector plane. After we set up a coordinate system for the projection, we determine the location of the x-ray tube and the principal view axis. These parameters are used to compute the perspective transformation matrix.
Based on the shear-warp factorization method, we developed a variety of projection methods, including Gaussianweighted projection, threshold-based projection, averagebased projection ͑AVG͒, and maximum intensity projection ͑MIP͒ for this particular application.
Gaussian-weighted projection uses a Gaussian function as the weighting function during the projection processing. The CT values within a calcification region can be described as a series of variables with an approximate Gaussian distribution. The image intensities within this region are described as I ϳ N ͑ , 2 ͒, where is the mean intensity and is the standard deviation. In order to find the most optimal parameters, we search from 10-990 Hounsfield Units ͑HU͒ and from 20-280 HU. For each pair of and values, we generate projection images of the whole chest along the PA direction. We visually evaluate the quality of the projection images. We grade the images as excellent, good, fair, and poor. Based on the grades, we can determine which pair of and better show calcification.
The threshold-based projection method uses a predetermined CT value as the threshold during projection processing. The AVG generates an average intensity along the projection line. The MIP method displays only the maximum intensity along the projection line.
II.C. Similarity measurement for registration
We used normalized mutual information ͑NMI͒ as the similarity measure between the DRR images and the DEDR image. Based on our previous studies of NMI-based registration, the similar measure is robust for multimodality image registration.
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The DEDR image is the reference image ͑R͒ and the DRR image is the floating image ͑F͒. Their NMI value can be calculated using the following equation:
where
The joint probability p RF ͑r , f͒ and the marginal probabilities p R ͑r͒ of the reference image and the p F ͑f͒ of the floating image can be estimated from the normalized joint intensity histograms. When two images are geometrically aligned, NMI is maximal.
III. EXPERIMENTAL DESIGN
III.A. Digital phantom experiments
We selected one set of clinical CT data to generate digital phantoms to evaluate the algorithm. This patient was suspicious for cardiac calcification on DEDR images; this was verified on multidetector CT ͑MDCT͒ examination. We first generated DRR images with known orientations to simulate DEDR images. We then randomly selected the initial positions of the CT volume and performed 3D-to-2D registrations 50 times. The translation range was ±21 mm from the known position. The rotation range was ±10°for the known orientation. The random parameters were generated with a uniform distribution. We compared the transformation parameters with the ground truth. The translation difference D trans is defined as
where t x , t y , and t z are translations along the X, Y, Z directions, respectively. Rotation difference D rot is defined as
where x , y , and z are rotation angles about the X-, Y-, and Z-axis, respectively. We define the registration as successful when the translation difference is less than 1 mm and the rotation difference is less than 0.6°. Success rates are then used to validate the robustness of the registration algorithm.
III.B. Physical phantom experiments
As shown in Fig. 5 , we designed a phantom with seven fiducial markers for the evaluation experiment. Figures 5͑A͒  and 5͑B͒ are the pictures of the physical phantom with and without the markers, respectively. Figure 5͑C͒ is the 3D visualization of the phantom. We used a micro-CT system ͑X-SPECT ® , Gama Medica, Northridge, CA͒ and a micro-xray system ͑Thomas Jefferson Laboratory, 12000 Jefferson Avenue, Newport News, VA 23606͒ for the phantom experiments. We acquired micro-CT images from the phantom at the 36 K V p 750 A and 45 K V p 750 A energy levels. The resolution of the micro-CT images was 0.1 mm. The image size was 512ϫ 512ϫ 512. We also acquired x-ray images from the same phantom in three positions, i.e., "O" position: The same position as the CT imaging; "L" position: Rotating the phantom 5°to the left side, and "R" position: Rotating the phantom to the right side by 5°and then lifting one end of the phantom up by a few millimeters. Three energy levels ͑30, 33, and 36 K V p͒ were used to acquire the x-ray images with 700 A. The image size was then 2048 ϫ 1024 with a resolution of 0.05 mm. We thereby acquired two CT volumes and nine x-ray images for the phantom registration. We used the seven markers to evaluate the accuracy of the 3D-to-2D registration. After registration, the distance between the corresponding markers on the registered DRR image and on the DEDR image can be calculated to represent the registration accuracy.
III.C. Registration experiments using clinical patient images
We originally identified a group data set of 15 clinical patients with findings suspicious for cardiac calcification on DEDR images. These patients had undergone MDCT evaluation of the chest within 12 months of having chest x-ray digital radiography. The CT examinations were obtained for a variety of clinical indications using imaging protocols that varied considerably in slice thickness, radiographic technique, and presence or absence of intravenous contrast material. The CT studies were analyzed for the presence of coronary artery, valvular, or myocardial calcification.
Patients were imaged using a digital radiography unit ͑Revolution XR/d, GE Healthcare, Milwaukie, WC͒. A 60 K V p image ͑low-energy image͒ was acquired first. After less than a 200 msec delay, a second conventional 120 K V p image ͑high-energy image͒ was acquired. After postprocessing of the two images, a standard 120 K V p image, a subtracted soft-tissue image, and a subtracted bone image were obtained. All of the CT and DEDR images were processed using this 3D-to-2D registration method.
III.D. Registration evaluation
We used a variety of methods to evaluate registration quality. First, we used anatomic markers to quantitatively evaluate the registration quality of clinical data. As shown in Fig. 6 , the anatomic markers are located along the spine from the second to the sixth rib. The distance between each corresponding marker on DRR and DEDR images was used to evaluate the registration error E reg that is defined as
where x f , y f and x r , y r are the X, Y coordinates of the marker on the floating and reference image, respectively. Second, we compared the NMI values between the DRR and DEDR images before and after registration. As NMI was used as the similarity measure for the registration, the increase of NMI values was expected when two images were registered. Third, we used several visual inspection methods such as subtraction and color overlay to evaluate the registration quality. Table I shows the results of the digital phantoms. Each group has 50 times 3D-to-2D registrations. The success rate is 100% with a translation difference of less than 0.8 mm and a rotation difference of less than 0.2°.
IV. RESULTS
IV.A. Registration results of digital phantoms
IV.B. Results of physical phantom experiments
Using two micro-CT volumes and nine micro-x-ray images, we performed 18 registrations. As measured by the fiducial markers, the registration errors of the physical phantom experiments were 0.43± 0.24 mm. Figure 7 shows the registration errors for each marker. FIG. 6 . Anatomic markers for registration evaluation. Five anatomic markers were identified on both DEDR and DRR images, which are located along the spine from the second to the sixth rib. The distance between corresponding markers was computed to evaluate the registration errors. Registration errors of physical phantom experiments. Two micro-CT volumes ͑45 and 36 K V p͒ and nine micro-X-ray images ͑three positions: "O," "L," and "R" and three energy levels: 36, 33, and 30 K V p͒ were used for the 18 registrations. For seven markers and the 18 registrations, the mean and standard deviation of the registration errors are 0.43± 0.24 mm.
As described earlier, we acquired micro-CT image volumes at two energy levels ͑36 and 45 K V p͒ and x-ray images at three energy levels ͑30, 33, and 36 K V p͒. Figure 8 shows the registration errors for the micro-CT images acquired at two different energy levels. Figures 8͑a͒-8͑c͒ show the registration results for the x-ray images acquired at different energy levels ͑36, 33, and 30 K V p͒. The CT images acquired at 36 K V p have better registration accuracy than those acquired at 45 K V p. In addition, Figures 8͑d͒-8͑f͒ show the results of the x-ray images acquired in different positions ͑"O," "L," and "R" positions͒. Again, CT images acquired at 36 K V p had better registration accuracy than those acquired at 45 K V p. Note that the physical phantom did not move during the two CT image acquisitions. For images acquired at different positions, the registration was robust and all the errors were comparable. Furthermore, Fig.  9 shows the registration errors for the DR images acquired at different energy levels. All mean registration errors are less than 0.9 mm. Figure 10 shows the registration errors at different positions. The registration worked well for all of the different orientations. The x-ray images acquired at the "L" position show greater registration accuracy than those acquired at the other two positions. We believe that the fiducial markers for the registration evaluation are easier to identify at the "L" position than at the other two positions. FIG. 8 . Registration errors for CT volumes acquired at different energy levels. The TP45 volume was acquired with 45 K V p. The TP36 volume was acquired with 36 K V p. Graphs ͑a͒-͑c͒ show the registration errors for the x-ray images at 36, 33, and 30 K V p, respectively. At each energy level, x-ray images were acquired at three positions. Graphs ͑d͒-͑f͒ show the registration errors for three positions, i.e., the "O," "L," and "R" positions, respectively. Each bar represents at least three registrations. The mean and standard deviation of the registration errors are shown for each marker.
FIG. 9. Registration errors for x-ray images acquired at different energy levels. RTP30, RTP33, and RTP36 images were acquired at 30, 33, and 36 K V p, respectively. Graphs ͑a͒ and ͑b͒ show the registration errors for CT images acquired at 45 and 36 K V p, respectively. Each error bar represents three registrations. Graphs ͑c͒-͑d͒ show the registration errors for x-ray images acquired at the "O," "L," and "R" positions, respectively.
IV.C. Results of clinical patient images
For registration of clinical images, the NMI values between the DRR and DEDR images increased from 0.21± 0.03 before registration to 0.25± 0.03 after registration ͑Fig. 11͒. Figure 12 shows the subtraction images of the DRR and DEDR images before and after registration. The misalignment ͑arrows͒ was improved after registration. For 15 patient data sets, the distance between corresponding anatomic markers decreased from 27.6± 13.6 mm before registration to 2.5± 0.5 mm after registration ͑Fig. 13͒. This accuracy is probably enough for this evaluation study because CT was used only for verification of calcification as detected by DEDR. We also developed a program to fuse the registered CT projection image and the DEDR image. As shown in Fig. 14, the DRR images from the CT volumes are quite useful in aiding the interpretation of the DEDR images. In our study, the registered DRR image using the Gaussian-weighted projection was fused with the reference DEDR images. Suspicious calcification on the DEDR image was verified by the registered DRR images as obtained from the CT image volume.
Our results show that the Gaussian-weighted projection method better visualizes calcium than either the AVG or the MIP. We achieved optimal calcification visualization when the mean was from 410 to 510 HU and the standard deviation was 280 HU. However, the AVG method achieved better registration than either the MIP or the Gaussianweighted projection method. This is because the DRR image obtained from the AVG method has all the intensity information that is good for the intensity-based registration. When computing the similarity between the DRR and DEDR images, we chose the high-peak kilovoltage images to represent the DEDR image for the registration because their registration accuracy is better than that of the soft tissue or bone images. We believe that the high-peak kilovoltage images may contain more information than the bone or soft tissue images and that this could improve the registration.
V. CONCLUSION AND DISCUSSION
We developed an automatic intensity-based 3D-to-2D registration method for 3D CT image volumes and 2D dualenergy digital radiographic images. Our algorithm performs well on digital phantoms, a physical phantom, and clinical data. The registration method can align whole cardiothoracic structures. The comprehensive tests on the physical phantom data show that the registration is accurate. Evaluation using patient images demonstrates that the registration and fusion method may provide a useful tool to evaluate the use of dual-energy digital radiography for the detection of coronary artery calcification. Some implementation details are described. We used a desktop computer ͑Pentium ® 4 CPU 3.20 GHz, 3.50 GB of RAM, Microsoft Windows XP͒ for the computation and used IDL ͑Interactive Data Language, Version 6.3 Win32͑X86͒, ITT Visual Information Solutions͒ as the programming language. To improve the registration speed, we down-sampled the clinical DEDR images from 2022ϫ 2022 pixels to 128 ϫ 128 pixels and the patient CT image volumes from 512 ϫ 512ϫ 512 voxels to 128ϫ 128ϫ 128 voxels. The registration typically takes less than five minutes, which can be shortened if we use Cϩϩ and a computer with high computing power.
The registration method is limited in several ways. First, the method used rigid-body transformation for CT image volumes. Although we incorporated two scaling factors into the registration scheme, large deformation of the chest may occur and thus may affect the registration performance. Second, the method optimizes 11 parameters for registration and the optimization may be trapped at local minima. For example, motion artifacts on the DEDR image may affect the registration performance. For clinical patient images, initial visual inspection of the DRR and DEDR images and their overlay images may be needed in order to define initial parameters for successful registration. Notwithstanding these limitations, the 3D-to-2D registration method provides an approach for evaluating dual-energy digital radiography using gold standard CT volumes and the registration technique can also be applied for other 3D and 2D images. 
